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The characteristics of a waveguide-coupled bimetallic (WcBiM) chip in a miniaturized surface plasmon resonance
(SPR) sensor and its detection capability for a low molecular weight biomolecule were investigated. The
configuration of the WcBiM chip was gold (Au)/waveguide (ZnS-SiO2)/silver (Ag). In the intensity measurement
mode, the sensitivity could be improved by reducing the full width at half maximum (FWHM) of the reflectance
curve. The FWHM of the WcBiM chip is narrower than that of the Au chip, which suggests that the slope of the
reflectance curve for the WcBiM chip is steeper. In order to generate enhanced resolution, the reflectance should
be monitored at the specific angle where the slope is the steepest in the reflectance curve. For the detection
of biotin that is a low molecular weight biomolecule, streptavidin was formed on the SPR sensor chip surface.
The response of the SPR to biotin at various concentrations was then acquired. The sensitivities of the WcBiM
chip and the Au chip were 0.0052%/(ng/ml) and 0.0021%/(ng/ml), respectively. The limit of detection of the
biotin concentration for both the WcBiM and Au chips was calculated. The values were 2.87 ng/ml for the
WcBiM chip and 16.63 ng/ml for the Au chip. Enhancement of the sensitivity in the intensity detection mode
was achieved using the WcBiM chip compared with the Au chip. Therefore, sufficient sensitivity for the
detection of a disease-related biomarker is attainable with the WcBiM chip in the intensity measurement mode
using a miniaturized SPR sensor.
Keywords: Waveguide-coupled bimetallic chip; Miniaturized SPR sensor; Intensity measurement; Low molecular
weight biomoleculeBackground
With continuous research and advancement over the
last several decades, a surface plasmon resonance (SPR)
sensor has been developed as a promising technology
for biomolecular interaction analysis (e.g., antigen-
antibody reaction, DNA) due to its merits of real-time
monitoring and higher sensitivity compared with any
other sensor system [1-3]. In addition, an SPR sensor
does not require any chemical procedures such as fluor-
escence. Thus, this sensor has been studied for the* Correspondence: sohnys@cu.ac.kr
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in any medium, provided the original work is pdetection of disease-related biomarkers, which requires
immediate detection and simple operation [4,5]. The
SPR sensor is based on variations in permittivity, such as
the refractive index on a metal surface, and is very sensi-
tive to subtle changes. When a small amount of the tar-
get analyte binds with the bioreceptors immobilized on
the metal surface, the reflectance curve, acquired by
monitoring the reflected light intensity on changing the
incident angle of the light source, shifts depending on
the changed refractive index of the bound target biomol-
ecule. Based on these principles, various diseases can be
diagnosed by detecting disease-related biomarkers [6,7].
The SPR-based sensor relies on the extraordinary op-
tical properties of noble metals such as gold (Au), silver
(Ag), aluminum (Al), and copper (Cu) [8]. Among thesepen Access article distributed under the terms of the Creative Commons
g/licenses/by/2.0), which permits unrestricted use, distribution, and reproduction
roperly cited.
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chip since it has merits of great stability, durability, and
outstanding biocompatibility [8-10]. Although a single
Au layer leads to stable performance, the commercial-
ized Au-based sensor chip has a sensitivity limitation
when it comes to the detection of biomolecules with
very low molecular weight or trace level concentration
[11]. The detection ability of biomolecules at trace level
concentration or very low molecular weight plays an im-
portant role in the instrument for the early diagnosis of
diseases. The SPR sensor utilizes the evanescent field,
which measures changes in the refractive index in prox-
imity to the metal surface [12]. Compared to Au, Ag en-
hanced an evanescent field better, resulting in a sharper
SPR reflectance curve [13,14]. However, Ag is easily oxi-
dized when exposed to an air or liquid environment due
to its high oxygen affinity [13,15]. As a remedy for the
shortcomings of the Au and Ag sensor chips, the Ag-Au
bimetallic SPR chip has been proposed to exploit their
advantages [9,16]. Commonly, the thin Au film is coated
over the surface of the Ag film due to the chemical sta-
bility of the Au metal [14]. In addition, the waveguide
layer has been adopted to obtain a sharper reflectance
curve and moderate decay length [17]. As materials for
the waveguide layer, Si3N4 [18], SiO2 [19], and ZnO [20]
have been extensively studied.
There are four different SPR detection modes, which indi-
cate angular interrogation, intensity measurement, phase in-
terrogation, and wavelength measurement [19,21]. Among
these approaches, the angular and intensity detection
schemes have been widely used as the SPR measurement
mode. Angular interrogation [22] detects the SPR angle
change by monitoring the SPR reflectance dip shift. This
offers highly sensitive performance by measuring ex-
tremely small angle changes of the SPR using the Au chip
with a broad SPR reflectance curve. The intensity meas-
urement [23] monitors the intensity of the reflected light
at a fixed angle where the maximum slope of the SPR re-
flectance curve is located. This method is very effective inFigure 1 Schematic diagram of an SPR sensor, configuration of the ch
miniaturized SPR sensor system, (b) the configuration of the WcBiM chip a
fabricated WcBiM and Au sensor chips.the case of an SPR reflectance curve with a narrower full
width at half maximum (FWHM), leading to great reflect-
ance variation at this fixed angle [24,25].
In the present work, we experimentally investigated
the characteristics of a waveguide-coupled bimetallic
(WcBiM) chip in the intensity measurement mode using
the miniaturized SPR sensor system, and extended the
study to the system sensitivity for the detection of biotin
with very low molecular weight (MW 341.38) at a low
concentration level. The noble metal materials applied
to the WcBiM chip were Ag as the inner metal layer and
Au as the outer metal layer. Moreover, ZnS-SiO2 was
used as a waveguide layer due to the high force of adhe-
sion between the two metals. It is easy and robust to in-
tegrate this waveguide layer with electrical and optical
systems [18]. The characteristics of the WcBiM chip in
the intensity measurement were investigated by evaluat-
ing the FWHM and slope of the SPR reflectance curve.
The comparison analysis of streptavidin-biotin inter-
action was carried out using a miniaturized SPR sensor
in the intensity measurement with both the WcBiM and
Au chips.
Methods
Surface plasmon resonance sensor system
A schematic diagram of a simple and miniaturized SPR
sensor system is depicted in Figure 1a. The SPR size was
45 mm × 140 mm × 130 mm. The p-polarized beam from
a 780-nm light-emitting diode (LED) passed through a
band-pass interference filter (780 ± 5 nm) and was di-
rected to the SPR sensor chip through a cylindrical prism
(BK7). Then, the intensity of the reflected light beam was
monitored using a two-dimensional complementary metal
oxide semiconductor (2D-CMOS) with an image acquisi-
tion board. The incident beam angle range was 64.0° to
71.4°. The fluidic module of the SPR sensor system has
two channels: a sample channel for analyte injection and a
reference channel for reference solution injection. The
reason for this is that this SPR sensor system does notips, and experimental setup. (a) A schematic diagram of a
nd the conventional Au chip, and (c) experimental setup and both the
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mental factors such as temperature. Thus, a meaningful
SPR signal for analyzing the biomolecular interactions was
obtained by subtracting the reference signal from the sam-
ple signal. All solutions were circulated through the flow
cell of the SPR sensor at 20 μl/min of flow rate using a
peristaltic tubing pump. The degasser was used to remove
air bubbles before the samples were placed in the SPR
sensor.
Waveguide-coupled bimetallic chip
The configuration of the WcBiM SPR chip is shown in
Figure 1b. This was prepared by the deposition of gold
(Au), waveguide (ZnS-SiO2), and silver (Ag) onto the glass
substrate using an RF magnetron. The thickness of each
layer was Au (31 nm)/ZnS-SiO2 (190 nm)/Ag (25 nm),
which was optimized using a commercial optical thin film
software (SCI Film Wizard™, Carlsbad, CA, USA). ZnS-
SiO2 was adopted as a waveguide because it exhibits a
good adhesion property between Ag and Au. For verifi-
cation of the performance of the WcBiM chip, it was
compared with the commercialized Au chip (K-MAC,
Daejeon, Korea). The Au chip consists of Au (50 nm)/Cr
(2 nm) on a glass substrate. Experimental setup is repre-
sented in Figure 1c, and both WcBiM and Au chips are
shown in the inset of Figure 1c.
Materials and detection of biotin
Streptavidin (Sigma-Aldrich, St. Louis, MO, USA) was
immobilized on the sensor chip modified by a self-assembled
monolayer (SAM; K-MAC, Daejeon, Korea) containing
N-hydroxysuccinimide and ethyl(dimethylaminopropyl)Figure 2 Reflectance curves of the five different WcBiM configurationcarbodiimide so that the amine group would react easily.
The WcBiM SPR chip was dipped in 1 mM SAM solution
in ethanol (2.5 ml) overnight. The streptavidin molecules
were covalently immobilized onto the sensor chip by in-
jection of the streptavidin solution into the sensor system.
Next, the biotin (Sigma-Aldrich, St. Louis, MO, USA) was
made to flow into the SPR sensor system in order of con-
centration at 50, 100, 150, and 200 ng/ml. All proteins
were diluted in the phosphate-buffered saline (Sigma-
Aldrich, St. Louis, MO, USA) solution.
Results and discussion
In order to get the optimal configuration, the sensing
characteristics of five different configurations of the
WcBiM SPR chips were investigated and compared
using the commercial optical thin film software (SCI
Film Wizard™) as shown in Figure 2. The five configura-
tions were Au (31 nm)/ZnS-SiO2 (190 nm)/Ag (25 nm),
Au (25 nm)/ZnS-SiO2 (190 nm)/Ag (25 nm), Au (31
nm)/ZnS-SiO2 (190 nm)/Ag (20 nm), Au (31 nm)/ZnS-
SiO2 (190 nm)/Ag (35 nm), and Au (35 nm)/ZnS-SiO2
(190 nm)/Ag (25 nm). The thickness of the waveguide
was fixed. In this calculation, the refractive indices of the
BK7 and PBS were set to be 1.515 and 1.335, respect-
ively. The line widths of the reflectance curve for each
stack were close to each other. When biomolecules are
adsorbed onto the sensor chip, then the refractive index
is changed. Thus, we assumed that the refractive index
was changed from 1.335 to 1.35, and the change in the re-
flectance was calculated at the angle where the steepest
slope is. The largest change in the reflectance among the
five configurations occurs at the Au (31 nm)/ZnS-SiO2s.
Table 1 SPR parameters for WcBiM configurations when the refractive index is changed from 1.335 to 1.35





(Rn = 1.35 − Rn = 1.335)
(%) (deg) (ΔR/Δθ) (%) (%) (%)
Au(31 nm)/WG/Ag(25 nm) 0.005 64.63 −155.8 29.86 92.82 62.96
Au(25 nm)/WG/Ag(25 nm) 2.697 63.97 −156.0 33.51 93.78 60.27
Au(31 nm)/WG/Ag(20 nm) 4.608 64.77 −115.8 33.69 91.83 58.14
Au(31 nm)/WG/Ag(35 nm) 17.528 64.51 −181.7 39.97 93.03 53.06
Au(35 nm)/WG/Ag(25 nm) 1.507 65.00 −154.3 29.50 92.46 62.96
WG waveguide.
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nm)/Ag (25 nm) chips as listed in Table 1. However, the
Au (31 nm)/ZnS-SiO2 (190 nm)/Ag (25 nm)-configured
chip has the deepest dip depth (minimum reflectance =
0.005%) in the reflectance curve compared to the other
configuration (minimum reflectance = 1.507%). This
deepest dip depth may lead to a larger dynamic range in
the sensor application.
For the analysis for the biomolecular interactions using
the WcBiM chip and the Au chip, the SPR reflectance
curves were first obtained. The grayscale images and their
corresponding reflectance curves are shown in Figure 3a,
b,c,d. The dark portion in the image signifies that there
was negligible reflected light intensity, which corresponds
to the reflectance dip. Such intensity profiles for a dual
channel are commonly used to demonstrate the proper
alignment of the SPR system. The upper and lower gray-
scale intensity profiles in Figure 3c,d correspond to theFigure 3 Reflectance curves (a, b) corresponding grayscale images (c,reflectance of the sample and reference channels, respect-
ively. The images revealed that the WcBiM chip had a
narrower dark area than the Au chip. The SPR reflectance
curve data points were plotted as solid lines in Figure 3a,b
by successive numerical fitting of the intensity profiles
generated from the SPR. As shown in Figure 3a,b, the res-
onance angles that had minimum reflectance for the
WcBiM and Au chips were 64.64° with 4.83% and 65.26°
with 3.22%, respectively. The FWHM of the WcBiM SPR
chip was narrower than that of the commercialized Au
SPR chip, and the FWHMs of the WcBiM chip and the
Au chip were 0.94° and 1.89°, respectively. Thus, among
the four different detection modes - angular interroga-
tion, intensity measurement, phase interrogation, and
wavelength measurement - the WcBiM SPR chip can
be utilized to improve the resolution in the intensity
measurement mode since it has a sharper reflectance
curve [19].d) for the WcBiM and Au chips, respectively.
Figure 4 Derivative with respect to the incident angle for both the WcBiM and Au chips.
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monitor the reflectance at the specific pixel of the 2D-
CMOS that corresponds to the angle where the slope is
the steepest in the reflectance curve. Therefore, the re-
flectance curve was differentiated with respect to the in-
cident angle, as shown in Figure 4, and the absolute
value of these derivatives indicating the gradient of the
SPR reflectance curve was obtained. As a result, the
steepest slopes in the reflectance curves for the WcBiM
chip and the Au chip were −237.52%/° at 64.28° and
−115.92%/° at 64.86°, respectively. Thus, the WcBiM
chip had a gradient that was two times steeper in theFigure 5 SPR responses to the streptavidin for the WcBiM chip and thSPR reflectance curve than the Au chip. From these re-
sults, the sensitivity of the WcBiM chip can be expected
to be higher than that of the Au chip.
For verification of the detection capability of the
WcBiM chip, a dynamic experiment was carried out
with streptavidin-biotin interaction. The streptavidin-
biotin interaction led to a shift in the resonance angle,
and the change in the reflectance was monitored at the
specified angle. Streptavidin, with relatively larger mo-
lecular weight, has four binding sites that can react to
biotin, with very low molecular weight; streptavidin has
a very high affinity with biotin. If biomolecules with verye Au chip.
Figure 6 SPR responses to biotin for (a) the WcBiM chip and (b) the Au chip. The biotin has concentrations ranging from 50 to 200 ng/ml.
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with high sensitivity, it is very useful to detect a disease-
related biomarker with low molecular weight or a trace
level concentration. A 50-μg/ml concentration of strep-
tavidin was formed on the SPR sensor chip surface, and
biotin with various concentrations of 50, 100, 150, and
200 ng/ml was injected into the sensor surface to inves-
tigate the response. The SPR responses of the strep-
tavidin for the WcBiM chip and the Au chip were
3.4349% and 1.3054%, respectively, as shown in Figure 5.
The SPR response was obtained from the difference be-
tween the reflectance before the streptavidin injection
and the reflectance after the streptavidin injection. We
considered that the meaningful reflectance would be themean value of the output signal for 100 s in the stable
state. The average changes in the reflectance due to injec-
tion of the biotin with concentrations ranging from 50 to
200 ng/ml were 0.1360%, 0.3968%, 0.6524%, and 0.9141%
for the WcBiM chip and 0.0415%, 0.1212%, 0.2213%, and
0.3347% for the Au chip for three replicates. The reflect-
ance changes due to injection of the biotin with various
concentrations of 50, 100, 150, and 200 ng/ml for an ex-
periment for both the WcBiM and Au chips were shown
in Figure 6a,b, respectively. This showed that the narrower
the FWHM in the SPR reflectance for the WcBiM chip,
the higher the corresponding SPR response.
To confirm these results, Figure 7 presents the reflect-
ance change as a function of the concentration of biotin.
Figure 7 Linearity in calibration curves between SPR response and biotin concentration ranging from 50 to 200 ng/ml.
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SPR response with respect to the analyte concentration
and is an extract from the linear part of the calibration
curve for each of the investigated analytes. Thus, the
sensitivity can be obtained by the slope (ΔReflectance
(%)/ΔConcentration (ng/ml)) of their respective linear
relations. The slopes for the SPR responses of biotin in
the WcBiM chip and the Au chip were 0.0052%/(ng/ml)
and 0.0021%/(ng/ml), respectively. This shows that the
sensitivity of the WcBiM chip was twice that of the Au
chip. Thus, the experimental results showed that the
WcBiM chip enhances sensitivity in the reflectance meas-
urement mode.
ConcentrationLOD ¼ Concentration of the analyteSPR response
 3 Standard deviation
ð1Þ
The limit of detection (LOD) of this SPR sensor system
was obtained using Equation 1 [26]. The standard devi-
ation (SD) of the signal was recorded over 100 s in the
stable state. The SDs of the blank measures for the
WcBiM chip and the Au chip were 0.0026% and 0.0046%,
respectively. Moreover, the SPR responses of 50 ng/ml
biotin for both sensor chips were 0.1360% and 0.0415%,
respectively. Therefore, the LOD of the concentration
(concentrationLOD) was calculated from Equation 1; the
respective values were 2.87 ng/ml for the WcBiM chip
and 16.63 ng/ml for the Au chip. Thus, the WcBiM chip
can detect biomolecules at a very low level of concentra-
tion. From these results, if the SPR reflectance curve has anarrower FWHM and the detection mode is based on the
intensity measurement, it is expected that the sensitivity
of the sensor system can be enhanced compared with the
conventional device. In particular, for the early diagnosis
of diseases through the detection of a disease-related bio-
marker with very low molecular weight or trace level con-
centration, the SPR sensor in the reflectance detection
mode using the WcBiM chip will be very useful tool for
medical applications.
Conclusions
The performance of a simplified SPR sensor with a
WcBiM chip was investigated. Since the SPR sensor was
simple and miniaturized, the incident angle of the beam
was fixed. Thus, the reflectance curves for the desig-
nated incident angle were obtained by successive numer-
ical fitting of the intensity profiles from 2D-CMOS for
both WcBiM and Au chips. The FWHM of the Au chip
was about twice as large as that of the WcBiM chip,
which implied that the slope of the WcBiM reflectance
curve was steeper. In order to achieve better perform-
ance, the reflectance was monitored at the specific pixel
of the 2D-CMOS corresponding to the angle where the
slope is the steepest in the reflectance curve. The slope
was obtained by differentiating the reflectance curve
with respect to the incident angle. The steepest slopes
for the WcBiM chip and the Au chip were −237.52%/°
and −115.92%/°, respectively. The WcBiM chip's slope
was about twice as steep as that of the Au chip. For the
detection of a disease-related biomarker, it is necessary
for biomolecules with very low molecular weight such as
biotin to be detected. For the verification of the detection
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streptavidin-biotin interaction was carried out. Strepta-
vidin at a concentration of 50 μg/ml formed on the SPR
sensor chip surface, and the response of the SPR to the
biotin with various concentrations of 50, 100, 150, and
200 ng/ml was acquired in triplicate. The sensitivities of
the WcBiM chip and the Au chip were 0.0052%/(ng/ml)
and 0.0021%/(ng/ml), respectively. In addition, the con-
centrationLOD of this SPR sensor system was calculated.
The results were 2.87 ng/ml for the WcBiM chip and
16.63 ng/ml for the Au chip. Thus, for the detection of a
disease-related biomarker, an SPR sensor in the reflect-
ance detection mode using the WcBiM chip would be
very useful in the medical field.
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